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1.0  INTRODUCTION 

Velocity  magnitude  and  flow  angle  in  the  test  section  of  a wind  tunnel  are  two 
parameters  of  particular  interest  in  aerodynamic  testing.  Generally  speaking,  a spatial 
distribution  of  flow  angles  will  exist  in  the  vicinity  of  a test  article.  The  integration  of 
differential  flow-angle-induced  forces  by  the  surfaces  of  the  model  produces  resultant 
forces  and  moments  which  may  obscure  true  aerodynamic  characteristics  of  the  test 
article.  Frequently  a model  will  be-  tested  and  then  returned,  with  modifications,  for 
further  testing.  It  is  essential,  therefore,  in  obtaining  basic  aerodynamic  model 
performance  data  or  in  assessing  the  effect  of  modifications  to  a model  that  flow' 
angularity  effects  be  accounted  for. 

Flow  angularity  in  the  4-ft  Transonic  Wind  Tunnel  (4T)  at  AEDC  has  been  the 
subject  of  several  flow  angle  probe  studies.  It  has  been  found  that  flow  angles  are 
affected  by  such  controlled  factors  as  wall  porosity  and  diffuser  flap  position,  as  well  as 
by  uncontrolled  perturbations  due  to  such  diverse  factors  as  dust  contamination  of  the 
stilling  chamber  smoothing  screens  or  nonuniform  alignment  of  stilling  chamber 
honeycomb  panels.  The  use  of  mechanical  probes  to  continuously  monitor  variations  in 
tunnel  flow  angularity  during  model  tests  in  4T  is  not  practical  since  the  probe  is 
normally  mounted  on  the  model  sting  support.  Therefore,  even  though  tunnel  empty 
flow  angle  versus  tunnel  condition  information  is  available,  there  is  still  some  uncertainty 
as  to  test  section  flow  angle  characteristics  during  model  tests. 

During  the  past  decade  several  advances  in  nonintrusive  electro-optical  instrumen- 
tation systems  have  occurred  which  indicate  that  noninterfering,  continuous  monitoring 
of  the  flow  in  a tunnel  such  as  4T  is  feasible.  For  example,  Laser  Doppler  Velocimetry, 
which  exploits  the  Doppler  shift  of  scattered  laser  radiation  for  the  measurement  of 
microscopic  particle  velocities,  has  been  used  to  measure  velocities  ranging  from  10"s  to 
more  than  103  m/sec.  Since  no  material  part  of  a Laser  Doppler  Velocimeter  (LDV) 
interacts  with  the  flow,  the  phenomena  being  studied  are  undisturbed  by  the  instrument, 
thus  making  laser  velocimetry  valuable  in  many  areas  of  fluid  dynamic  research. 
Moreover,  the  LDV  has  been  applied  successfully  in  hostile  thermal  and  impact 
environments  where  its  material  probe  counterparts  could  not  readily  be  used.  Examples 
of  such  applications  are  velocity  measurements  in  furnace  flame  investigations  (Ref.  1),  in 
a diesel  engine  combustion  chamber  (Ref.  2),  in  solid  propellant  rocket  plumes  (Ref.  3), 
in  jet  engine  exhaust  plumes  (Ref.  4),  and  in  the  interblade  regions  of  jet  engine 
compressors  (Ref.  5).  Since  the  LDV  does  not  perturb  the  fluid  flow  and  is  characterized 
by  a small  sensing  volume,  a two-velocity-component  system  has  been  used  for 
boundary-layer  profile  measurements  (Refs.  6 and  7)  and  for  measurements  across  a bow 
shock  (Refs.  8 and  9). 
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The  purpose  of  this  report  is  (1)  to  describe  the  development  of  an  LDV  suitable 
for  accurate  measurement  of  free-stream  velocity  magnitude  and  flow  angle  in  a large 
aerodynamic  test  facility  and  (2)  to  evaluate  the  LDV  performance  in  tests  conducted  in 
Tunnel  4T. 


2.0  DESIGN  CONSTRAINTS 

The  development  of  an  LDV  system  capable  of  operation  within  Tunnel  4T  required 
numerous  design  innovations  and  compromises  due  to  the  many  environmental 
constraints  imposed  by  the  wind  tunnel.  The  considerations  that  led  to  the  final  design 
are  reviewed  herein  as  a prelude  to  understanding  the  final  system  configuration;  the 
problems  that  were  faced  are  similar  to  those  that  may  be  encountered  in  many  large 
aerodynamic  test  facilities. 

2.1  AEDC-PWT  TRANSONIC  TUNNEL  4T 

The  4-ft  Transonic  Wind  Tunnel  (4T)  of  the  AEDC  Propulsion  Wind  Tunnel  Facility 
is  shown  in  Fig.  1.  Details  of  the  test  section  segment  of  the  tunnel  are  shown  in 


1.  Office  Building 

2.  16-ft  Supersonic  Tunnel 

3.  Plenum  Evacuation  System 

4.  16-ft  Transonic  Tunnel 


5.  Atmospheric  Drier  Building 

6.  Model  Installation  Building 

7.  4-ft  Transonic  Tunnel 

8.  Cryogenics  System 


Figure  1.  Aerial  view  of  the  Propulsion  Wind  Tunnel  Facility. 
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Fig.  2.  The  tunnel  is  a continuous  flow,  closed-circuit,  variable  density,  transonic  wind 
tunnel  with  a test  section  4 ft  square  (cross  section)  by  12.5  ft  long.  The  basic  Mach 
number  range  is  0.1  to  1.3.  Two  separate  sets  of  nozzle  block  inserts  can  be  installed  to 
provide  Mach  number  1.6  or  2.0  operation.  Variable  porosity  walls  are  employed  for 
reduction  of  wall  interference  effects.  The  tunnel  stagnation  pressure  can  be  varied  from 
160  to  3,700  psfa,  and  the  stagnation  temperature  can  be  controlled  to  a limited  extent 
over  the  range  from  80  to  160°F  (Ref.  10). 


Figure  2.  Tunnel  4T  general  arrangement. 

In  addition  to  the  conventional  sting-mounted  force  and  pressure  tests  of 
aerodynamic  models,  Tunnel  4T  can  be  used  for  highly  specialized  testing  techniques 
such  as  captive-trajectory  store  separation,  store  drop  studies,  magnus  effects  testing,  and 
dynamic  stability  investigations. 

2.2  DESIGN  CONSIDERATIONS 

For  successful  utilization  of  an  LDV  the  flow  being  studied  must  contain  particulate 
matter  large  enough  to  scatter  sufficient  light  for  signal  detection  and  processing  but 
small  enough  to  respond  rapidly  to  flow  transients  or  accelerations.  Furthermore,  the 
concentration  of  particulates  must  be  high  enough  that  an  adequate  data  rate  is  obtained 
but,  for  the  individual  realization  systems  prevalent  at  AEDC,  low  enough  that  only  a 
single  particle  will  be  found  in  the  probe  volume  at  any  time.  Clearly,  the  most  direct 
approach  to  these  somewhat  conflicting  requirements  is  to  artificially  seed  the  flow  to 
the  desired  concentration  with  particles  of  a known  size.  However,  the  variety  and  scope 
of  tests  performed  in  4T  is  such  that  artificial  seeding  is  not  desirable  from  a tunnel 
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operations  standpoint  and  could  not  be  justified  in  the  evaluation  of  a prototype  LDV 
system. 

In  many  applications,  the  use  of  intrinsic  particulates  does  not  prove  to  be  especially 
restrictive  to  successful  LDV  utilization  since  the  concentration  of  particles  in  the 
atmosphere  is  high  ( 1 09  particles/m3  for  diameters  > 0.1pm,  Ref.  11).  In  4T,  however,  a 
tortuous  path,  viscous  filter  is  used  to  restrict  the  passage  of  particles  through  the  test 
section.  Furthermore,  since  condensation  processes  can  alter  the  thermodynamic  properties 
of  the  working  gas  in  transonic  and  supersonic  flows,  the  air  entering  the  circuit  is  dried  to 
limit  its  moisture  content.  Although  no  quantitative  data  on  particle  size,  number  density, 
or  light-scattering  characteristics  were  available  for  the  tunnel,  it  was  expected  from  the 
above  considerations  that  the  particles  present  would  be  small.  It  was  necessary,  therefore, 
to  use  a high  power  laser  in  conjunction  with  a large  collector  lens  to  maximize  the 
probability  of  detecting  small  particles. 

The  4T  test  section  has  porous  walls  which  provide  boundary-layer  control  and  aid 
in  shock  cancellation  to  minimize  wall  interference  effects.  Accordingly,  a plenum 
chamber  surrounds  the  test  section  to  isolate  the  flow  from  ambient  conditions.  To 
simplify  optical  access  to  the  test  section  it  was  desirable  to  locate  the  LDV  inside  the 
tunnel  plenum.  Since  pressures  and  temperatures  within  the  plenum  approach  tunnel 
stagnation  conditions,  it  was  necessary  that  the  LDV  be  provided  with  an  environmental 
control  system  (ECS)  to  prevent  electrical  breakdown  of  the  photomultiplier  tube  (PMT) 
and  laser  at  low  pressures  and  to  protect  certain  critical  optical  components  from 
temperature  extremes.  High  vibration  levels  were  also  known  to  exist  in  the  plenum  area, 
and  thus  vibration  isolation  of  the  ECS/LDV  was  required.  Such  factors  significantly 
complicate  LDV  operation  because  the  system  is  obviously  not  accessible  for  optical 
alignment  or  other  adjustments  once  tunnel  operation  begins.  The  development  of  remote 
optical  alignment  and  operational  techniques  was  necessary  to  allow  the  LDV  to  be  used 
productively. 

Although  a large  collector  lens  was  desirable,  the  largest  window  that  could  be  used 
at  the  plenum  site  was  5 x 6 in.  Access  to  the  window  was  limited,  moreover,  by  the  test 
section  wall  support  structure.  Thus  the  receiver  lens  diameter  was  limited  to  5 in.  or 
less.  The  small  window  restricts  the  LDV  to  traversing  the  flow  in  a horizontal  plane  and 
restricts  the  design  to  a coaxial  transmitter-receiver,  backscatter  configuration.  Such  a 
system  is  highly  vulnerable  to  light  scattering  and  reflection  from  the  test  section 
window,  thus  further  reducing  the  instrument's  capability  to  detect  small  particles. 

Finally,  personnel  traffic  through  the  plenum  area  and  within  the  tunnel  during 
model  installation  and  instrumentation  checkout  (1)  required  the  system  to  be  compact 
and  (2)  necessitated  the  introduction  of  stringent  safety  procedures  due  to  the  use  of  a 
high  power  laser. 
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In  view  of  these  considerations,  the  overall  4T  LDV  effort  consisted  of  a hardware 
design  and  development  phase  followed  by  a series  of  tunnel  tests  to  evaluate  LDV 
performance.  To  achieve  the  project  objectives,  several  supporting  studies  and 
developments  were  conducted  and  will  be  discussed  in  the  remainder  of  this  report.  These 
include: 

I.  System  Developments 

1.  Environmental  Control  System 

2.  Two-Color,  Two-Velocity-Component  LDV  Optics 

3.  Remote  Optical  Alignment  Devices 

4.  Low-Level  Signal  Processor 

5.  Computer-Controlled  Data  Acquisition  System 

II.  Evaluation  Study 

1.  Definition  of  4T  Environmental  Constraints 

2.  Determination  of  Ultimate  LDV  Utility  Within  Constraints 

a.  Data  Rate  for  Unseeded  Flow 

b.  Measurement  Uncertainty 

3.0  VELOCIMETER  SYSTEM  DESCRIPTION 

The  4T  LDV  system  consists  of  1)  an  Argon  Ion  Laser,  2)  transmitter-receiver 
optics,  3)  electronics  and  electrical  subsystems,  4)  associated  mechanical  components,  5) 
Doppler  Data  Processors  (DDP's),  and  6)  a data  acquisition  system  (DAS).  Due  to  the 
environmental  constraints  discussed  in  Section  2,  the  4T  LDV  was  also  provided  with  an 
environmental  control  system  (ECS).  Initially,  a single  velocity  component  system  was 
used  1)  to  verify  that  adequate  particulates  were  present,  2)  to  ensure  that  the  various 
protection  and  control  measures  were  satisfactory,  and  3)  to  develop  adequate 
operational  procedures  for  the  system.  Subsequently,  a two-velocity-component  system 
which  employed  two  high  illuminating  power  wavelengths  of  the  argon  laser  was 
developed  for  obtaining  flow  angularity  measurements.  An  overall  view  of  the  system 
developed  for  4T  is  shown  in  Fig.  3. 

3.1  ENVIRONMENTAL  CONTROL  SYSTEM 

The  ECS  enclosure,  shown  in  Fig.  4,  is  divided  into  a laser  compartment  which  is 
passively  pressurized  by  venting  to  the  atmosphere  and  an  optics  compartment  which 
assumes  plenum  pressure.  A connector  panel,  shown  in  Fig.  5,  is  used  to  connect  the 
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Figure  3.  Laser  Doppler  Velocimeter  installation  in  Tunnel  4T. 

instrumentation  leads  from  one  compartment  to  the  other.  Several  gas  connectors  are  also 
mounted  on  this , panel  and  are  used  to  connect  the  PMT  housings  to  the  laser 
compartment  to  maintain  the  PMT's  at  atmospheric  pressure.  Temperature-sensitive  LDV 
components  are  mounted  on  temperature-controlled  platens  inside  the  ECS  enclosure. 

The  ECS  is  completely  enclosed  so  that  the  LDV  optical  elements  are  protected 
from  dust  and  inadvertant  misalignment  by  personnel  working  nearby.  The  spatial 
orientation  of  the  ECS  enclosure  with  respect  to  the  coordinate  system  of  Fig.  3 is 
adjusted  with  six  degrees  of  freedom  by  use  of  jackscrew  assemblies. 

Vibration  protection  is  achieved  by  suspending  the  ECS  as  a pendulum  as  shown  in 
Fig.  3.  The  laser  cooling  water,  power  leads,  and  instrumentation  cables  are  fed  through 
flexible  conduit  to  maintain  good  vibration  isolation  between  the  pendulum-mounted 
ECS  and  the  plenum  wall.  The  natural  frequencies  in  the  x-,  y-,  and  z-directions  were 


10 


AEDC-TR-78-30 


(T)  North  Plenum  Wall 

(2)  Laser  Compartment 

(3)  Transmit  and  Receive  Optics 
Compartment 

(J)  Lens  Traverse  Unit 

(?)  Environmental  Control  System 
(ECS) 

(6)  jack  Screw  (4)  - z,  Pitch,  and  Roll 
Position  Control  of  ECS 

(7)  Mounting  Plate 

(D  Jack  Screw  Assembly  (2)  - x,  y,  and 
Yaw  Position  Control  of  ECS 

(?)  P endu  lu  m P latform  P late 

@)  Lockdown  Bolt  (4) 

Figure  4.  Details  of  4T  ECS  assembly, 

found  to  be  1,  0.7,  and  10.5  Hz,  respectively.  Initial  operation  of  the  4T  LDV  system 
showed  that  the  x-  and  y-axis  vibration  protection  was  adequate  but  that  low-level  z-axis 
vibratory  forces  were  still  being  transmitted  through  the  four  support  cables.  Subjecting 
the  LDV  optical  elements  to  these  low-level  vibrations  for  extended  periods  of  time 
(several  hours)  invariably  caused  gross  optical  misalignment.  This  problem  was  solved  by 
devising  mechanical  lockdown  devices  for  the  optical  elements. 

3.2  SINGLE-VELOCITY-COMPONENT  LDV  OPTICS 

The  optical  schematic  for  the  single-component  LDV  is  shown  in  Fig.  6.  Light  from 
an  Argon  Ion  Laser  operating  at  a 488.0-nm  wavelength  is  directed  by  mirror  Ml  to  pass 
through  window  Wl,  which  separates  the  pressurized  and  unpressurized  ECS 
compartments.  The  lens  combination  LI  and  L2  expands  the  beam,  which  is  redirected 
by  mirror  M2  to  a set  of  optical-path-length-compensated  beam  splitters,  BS1  and  BS2. 
The  parallel  beams  emerging  from  BS2  enter  baffle  tube,  BT,  which  provides  photon 
isolation  of  the  transmitter  and  receiver,  and  are  directed  by  mirror  M3  to  pass  through 
the  transmitter-receiver  lens,  L3,  which  focuses  the  beams  at  a point  in  the  test  section  to 
form  the  probe  volume,  PV.  This  element  was  a 5-in.-diam  achromatic  lens  with  a nominal 
primary  focal  length  of  25  in.  The  maximum  diameter  of  lens  L3  was  dictated  by  the 
restricted  mechanical  access  discussed  in  Section  2.3.  The  lens  combinations  used  in  the 
input  optics  of  the  one-component  LDV  formed  a probe  volume  with  a 10-mm  length 
and  a maximum  diameter  of  0.2  mm.  The  fringes  formed  in  the  probe  volume  had  a 
nominal  spacing  of  12  /im  between  adjacent  intensity  maxima. 
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Figure  5.  Two-color  LDV  optics  mounted  in  the  ECS. 


Light  scattered  in  the  back  direction  by  small  particles  passing  through  the  probe 
volume  is  collected  and  collimated  by  lens  L3.  Mirror  M4  reflects  the  collimated  light 
onto  lens  L4,  which  is  identical  to  L3.  The  collected  radiation  is  then  focused  onto  a 
200-pm-diam  aperture,  AP.  A laser  line  filter,  LLF,  was  used  to  exclude  background 
light,  introduced  by  test  section  illumination  lamps,  from  the  931 A PMT  used  for  signal 
detection. 


As  shown  in  Fig.  6,  mirror  M4  is  remotely  controllable  in  pitch  and  yaw  to  allow 
the  probe  volume  image  to  be  scanned  over  a small  area  in  the  vicinity  of  the  aperture. 
This  scheme  provides  a remote  optical  alignment  capability  which  can  be  used  to 
compensate  for  slight  movements  of  the  LDV  optical  components  caused  by  flexing  of 
the  ECS  enclosure  and  sustained  periods  of  low-level  vibration. 
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It  should  be  noted  that  the  effective  light-collecting  capacity  of  lens  L3  is  reduced 
by  the  baffle,  BT.  Without  proper  baffles,  however,  photons  reflected  and  scattered  by 
L3  enter  the  LDV  receiver  and  produce  signals  comparable  in  magnitude  to  the  signals 
resulting  from  small  particles  passing  through  the  probe  volume.  A similar  problem  is 
caused  by  reflected  and  scattered  laser  light  from  tunnel  window  W2.  However,  as  long  as 
L3  is  positioned  next  to  W2,  the  stray  window  light  is  effectively  eliminated  by  the 
baffle. 


M4  Motor  Driven 
In  Pitch  & Yaw 
For  Remote  Alignment 
(onto  AP 


BS1 

AP  - A perture 
BS  - Beam  Splitter 
BT  - Baffle  Tube 
L - Lens 

LLF  - Laser  Line  Filter 
M - Mirror 

PMT  - Photomultiplier  Tube 
PV  - Probe  Volume 
W -Window 

y 


Tunnel  Window 


Tunnel  Coordinates 


Probe  Volume 
Fringe  Array 


y<LDV> 


— - XILDVI 
Z(LDV) 

LDV  Coordinates 


Figure  6.  Single-velocity-component  LDV  optics. 

3.3  TWO-VELOCITY-COMPONENT  LDV 

A unique  feature  of  laser  Doppler  velocimeters  is  that  they  detect  only  velocities 
orthogonal  to  the  probe  volume  fringe  planes.  Consequently,  although  a single  component 
system  will  suffice  to  measure  free-stream  velocity  if  properly  aligned  with  the  flow,  a 
second  measured  velocity  component  is  required  if  flow  angularity  in  a plane  is  to  be 
established. 

Designing  a multicomponent  LDV  requires  that  consideration  be  given  to  separating 
the  contributions  to  the  detected  scattered  light  arising  from  each  set  of  fringes.  Various 
investigators  have  employed  separation  techniques  based  on  polarization  rotation  (Ref. 
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12),  optical  frequency  shifting  (Refs.  13  and  14),  and  color  separation  (Ref.  15).  The  last 
method  was  chosen  for  the  4T  system  because  (1)  it  allows  more  efficient  utilization  of 
available  laser  power  and  (2)  it  permits  the  use  of  highly  efficient  optical  filters,  thereby 
minimizing  crosstalk  between  the  two  velocity  signals. 


An  optical  schematic  of  the  two-color,  two-component  LDV  system  is  shown  in  Fig. 
7.  The  laser  is  run  in  a multiwavelength  (nine  wavelengths)  mode  with  a total  power  near 
4 watts.  Since  the  powers  in  the  488.0-  and  514.5-nm  lines  from  which  the  velocity  data 
are  obtained  are  roughly  equal,  the  two-color  system  has  approximately  twice  the 
illuminating  power  of  other  signal-separating  techniques  reported  in  Refs.  12  through  14. 


Argon  laser  (4  Kelts,  All  Lines) 

/ °-/pv3 


A - Attenuator 
AP  - Aperture 

ATT  - Attenuate  Position  ot  Attenuator 

S - Blue  Laser  Beam 

BS  - Been  Splitter 

CBS  - Color  Beam  Splitter 

E - Electric  Field  Vector 

G - Green  Laser  Beam 

L - Lens 

U.F  - Laser  Line  Filter 

M - Mirror 

MTP  - Motor 

PMT  - Photomultiplier  Tube 
PV  - ProbeVolume 

PUN  - Pun  (Operate)  Position  of  Attenuator 
TBT  - Telescoping  Bailie  Tube 
W - Window  Z 


p.5  Positioned  Along  v(|_qw 
L5  Axis  by  Precision  Lead  Screw 
Land  Stepping  Motor 
W2-Tunnel  Window 


Tunnel  Coordinates 


ProbeVolume 
Fringe  Array 


kXiLDV).  Blue  Axis 
LDV  Coordinates 


Figure  7.  Two-color  LDV  optics. 


As  shown  in  Fig.  7,  mirrors  Ml  and  M2  serve  to  translate  the  laser  beam  from  the 
laser  compartment  through  window  \V1  and  into  the  transmit-receive  optics  compartment. 
Attenuators  A1  and  A2  are  used  during  alignment  to  reduce  the  beam  intensity  to  safe 
eye-viewing  levels.  Mirror  M3  directs  the  beam  to  the  lens  combination  L1-L2,  which  is 
used  for  beam  expansion.  Beam  splitters  BS1  and  BS2  are  inclined  at  45  deg  to  the 
vertical  and  provide  a pair  of  optical  path-length-compensated,  two-color  beams. 
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Elements  CBS-B1  and  CBS-B2  are  optical  interference  filters  which  transmit  the 
blue,  488.0-nm  wavelength  light  with  about  95-percent  efficiency  and  reflect  the 
remaining  eight  wavelengths  with  about  99-percent  efficiency.  Mirrors  M4  and  M5 
redirect  the  two  eight-wavelength  beams  and  cause  them  to  impinge  upon  elements 
CBS-G1  and  CBS-G2.  These  elements  are  optical  interference  filters  which  transmit  the 
green  514.5-nm  wavelength  and  reflect  the  remaining  seven  wavelengths.  All  the  color 
separation  elements  are  mounted  on  a temperature-controlled  platen  maintained  at  1 10°F, 
the  highest  temperature  usually  encountered  in  the  4T  plenum  region. 

The  beam  splitter  BS3  diverts  1 percent  of  the  radiation  onto  an  optical  assembly 
consisting  of  elements  BS3,  M6,  L3,  and  L4  in  order  to  create  the  probe  volumes  PV2 
and  PV3.  Probe  volume  PV3  is  a magnified  equivalent  of  the  measurement  volume  and  is 
projected  onto  the  upper  plenum  wall  in  4T  for  alignment  purposes.  The  parallelism  of 
the  four  transmitted  beams  is  adjusted  while  fringe  quality  is  viewed  in  PV3.  In  this 
manner  a critical  optical  alignment  can  be  effected  without  the  necessity  of  projecting 
beams  into  the  tunnel  test  section,  which  is  often  occupied  by  tunnel  personnel. 

Mirror  M7  effects  a 90-deg  beam  direction  change  and  directs  the  four-beam  array 
through  the  telescoping  baffle  tubes,  TBT,  which  pass  through  holes  drilled  in  mirror  M8 
and  are  cemented  into  annuli  bored  into  lens  L5,  the  common  transmitter-receiver  lens. 
The  baffle  tubes  prevent  light  that  has  been  scattered  and  reflected  by  lens  L5  from 
entering  the  receiver. 

Lens  L5,  which  has  a 5-in.  diameter  and  a 25-in.  focal  length,  is  mounted  on  a 
platform  positioned  by  a precision  lead  screw  and  stepping  motor.  Movement  of  L5 
causes  the  probe  volume  to  traverse  along  the  y-axis  direction.  The  total  possible  travel  is 
16  in.  The  traverse  mechanism  can  be  programmed  to  step  in  integer  multiples  of 
0.00025  in.  The  position  error  is  no  greater  than  ±0.0005  in.  for  each  12  in.  of  travel. 
Additional  details  of  the  traverse  system  are  shown  in  Figs.  8a  and  b. 

The  transmitted  four-beam  array  (Bl,  B2,  Gl,  and  G2)  emerging  from  the  baffle 
tubes  passes  through  window  W2,  which  is  flush  mounted  with  the  test  section  porous 
wall  (Fig.  8c),  and  intersects  to  form  the  measurement  probe  volume  PV1.  Two  sets  of 
nominally  orthogonal  fringes  are  formed  within  the  probe  volume.  The  green  fringes  have 
a spacing  of  8.8  Mm  and  are  inclined  at  a nominal  45  deg  to  the  tunnel  x-axis  coordinate 
(Fig.  7)  while  the  blue  fringes  are  spaced  at  8.5  /am  and  inclined  at  a nominal  -45  deg  to 
the  x-axis.  The  fringe  planes  were  inclined  in  order  to  equalize  the  number  of  velocity 
samples  obtained  by  each  component  of  the  LDV  to  1)  increase  the  probability  that  each 
velocity  component  was  measured  simultaneously,  2)  maximize  the  data  rate  of  the 
system,  and  3)  eliminate  the  flow  direction  "dead  zone"  (Ref.  12).  It  can  be  shown  (Ref. 
16)  that  a system  configured  like  the  present  two-color  LDV  gives  the  instantaneous 
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velocities,  mean  velocities,  and  turbulent  intensities  along  the  (x  and  z)  axes,  as  well  as 
flow  angularity  and  Reynolds  stresses  for  the  x-z  plane.  Window  W2  was  specially 
prepared  for  this  application  since  surface  nonuniformities,  scratches,  and  adhering 
particles  can  shift  the  spatial  orientation  of  the  probe  volume  fringes  by  several  tenths  of 
a degree.  The  window  characteristics  are  summarized  in  Table  1. 


Table  1 

Material 
Diameter 
Thickness 
Surface  Flatness 
Surface  Parallelism 
Surface  Scratch-Dig  Factor 
Coating  (X  = 0.5pm) 
Reflectance  (X  = 0.5pm) 


LDV  Window  Characteristics 

Schott  BK-1 
6 in. 

3/8  in. 

0 . 1pm/ surf ace 
±0.010  in. 

60-40 

Dielectric  V Coat 
0.0025/ surf ace 


The  488.0-  and  514.5-nm-wavelength  laser  light  backscattered  from  particles 
traversing  the  probe  volume,  PV1,  passes  through  window  W2  and  is  collimated  by  lens 
L5  as  shown  in  Fig.  7.  The  collimated  light  is  turned  through  90  deg  by  reflection  from 
mirror  M8  and  is  brought  to  a focus  by  lens  L6  after  being  reflected  from  mirrors  M9 
and  M10.  Proper  optical  alignment  requires  that  the  focus  of  L6  be  coincident  with  the 
200-ptm  opening  in  aperture  API.  This  alignment  can  be  achieved  remotely  by  moving 
mirror  M9  in  pitch  and  yaw  by  motors  MTR1  and  MTR2  until  maximum  amplitude 
signals  are  observed  from  PMT1  and  PMT2. 


Aperture  API  is  used  as  a spatial  filter  to  eliminate  some  of  the  objectionable  light 
reflected  and  scattered  by  window  W2  as  well  as  stray  light  from  test  section  illumination 
lamps.  After  passing  through  API  the  received  light  is  collimated  by  lens  L7  and  turned 
through  90  deg  by  mirror  Mil.  The  blue  and  green  light  is  then  separated  by  color  beam 
splitter  CBS-B3.  The  blue  light  is  directed  to  AP2  by  mirrors  Ml  2 and  Ml 3.  The  blue 
light  then  passes  through  AP2  and  LLF-B  and  impinges  upon  the  photocathode  of  PMT2. 
The  green  light  is  similarly  directed  to  PMT1. 


It  should  be  noted  that  one  deficiency  of  the  present  system  is  the  inability  of  the 
baffle  tubes  to  intercept  stray  light  when  lens  L5  is  traversed  back  from  the  window. 
This  problem  becomes  severe  when  the  lens  is  more  than  5 in.  away  from  the  window, 
whereupon  the  amplitude  of  the  reflected  light  becomes  comparable  to  the  amplitude  of 
the  signals  obtained  from  the  probe  volume.  To  compensate  for  this  difficulty,  attention 
will  be  given  in  future  studies  to  designing  a window  containing  a hole  pattern  capable  of 
passing  the  four  transmitted  beams. 
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A photograph  of  the  two-color  optics  installed  in  the  4T  ECS  enclosure  is  shown  in 
Fig.  5.  An  electrical  connector  panel,  shown  in  the  upper  right  portion  of  Fig.  5,  is  used 
to  connect  instrumentation  leads  from  the  transmit-receive  optics  compartment  to  the 
laser  compartment.  Instrumentation  cables  are  connected  to  this  panel  and  passed 
through  the  flexible  conduit  to  the  operator's  station. 

A minimum  number  of  optical  components  were  used  in  the  design  of  the  LDV 
system  in  order  to  minimize  the  optical  power  losses  caused  by  reflection  at  each  air-glass 
interface.  High  efficiency,  dielectric  coatings  were  applied  to  all  optical  surfaces  to 
further  reduce  losses. 

3.4  LDV  SIGNAL  PROCESSORS 

In  an  LDV  application  using  natural  particulates,  photodetector  signals  will  be 
observed  that  vary  in  level  from  single  photon-detected  events  up  to  thousands  of 
photo-detected  events  per  fringe  crossing.  Since  it  can  be  stated  with  some  generality 
that,  for  a given  optical  system,  the  total  light  scattered  by  the  particles  is  directly 
proportional  to  particle  size,  it  is  clear  that  many  photon-limited  events  observed  at  the 
PMT  are  caused  by  scattering  by  small  particles  traversing  the  probe  volume.  It  is 
desirable  to  be  able  to  derive  velocity  information  from  these  low-level  signals  because  1) 
intrinsic  small  particles  are  more  numerous  than  larger  ones,  and  2)  in  flow  regions  with 
appreciable  velocity  gradients,  the  small  particles  will  respond  more  rapidly  and  thus  will 
more  nearly  approach  the  local  fluid  velocity.  Accordingly,  a new  type  of  data  processor, 
the  Doppler  Data  Analyzer  (DDA),  was  developed  in  the  course  of  the  4T  program  and 
has  the  capability  of  processing  much  lower  level  signals  than  the  Model  8 Doppler  Data 
Processor  (DDP)  that  has  been  conventionally  used  at  AEDC.  Both  types  of  processors 
were  used  in  the  experimental  program  and  are  described  below. 

3.4.1  Model  8 DDP 

The  Model  8 DDP  (Ref.  17)  is  a burst  counter  which  determines  the  average  period 
of  a Doppler  burst  by  measuring  the  duration  of  eight  consecutive  signal  cycles  with  a 
125-Mhz  clock.  The  instrument  is  capable  of  processing  signals  from  15  kHz  to  100  MHz, 
utilizing  eight  overlapping  frequency  ranges.  For  the  10-  to  50-MHz  range  used  in  this 
investigation,  pulse  stretching  is  used  to  give  a time  resolution  of  0.01  nsec,  but  this 
limits  the  maximum  data  rate  to  45  kHz.  The  DDP  has  error  control  logic  that  allows  it 
to  reject  distorted  signals  caused  by  a high  noise  content  or  pulse  dropout  by  requiring 
the  four-  and  five-cycle  counts  to  be  4/8  and  5/8  of  the  eight-cycle  count  to  within  a 
maximum  tolerance  of  3 percent. 
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The  characteristics  of  the  Model  8 make  it  of  limited  utility  in  processing  low-level 
signals.  First,  since  an  oscilloscope  sweep  pulse  is  required  to  activate  the  DDP,  a signal  is 
not  processed  unless  it  exceeds  the  oscilloscope  trigger  level.  This  eliminates  extremely 
small  particles  or  even  moderately  sized  particles  if  the  threshold  is  set  too  high.  Second, 
the  Gaussian  intensity  profile  across  the  probe  volume  causes  the  signal  amplitude  to  vary 
as  a particle  crosses  the  probe  volume.  For  small  particles  the  signal  may  exceed  the 
threshold  level  only  when  the  particle  is  in  the  central  region  of  the  probe  volume,  with 
the  result  that  the  required  eight  cycles  of  signal  may  not  be  produced.  Finally, 
photon-limited  signals  are  readily  obscured  by  spurious  photon-detected  events,  thus 
increasing  the  probability  that  the  error  control  logic  will  reject  the  samples  as  being 
invalid. 

3.4.2  Doppler  Data  Analyzer 

The  DDA  shown  schematically  in  Fig.  9 consists  basically  of  signal-conditioning 
electronics  and  two  independent  data  processing  channels  which  compare  signal  duration 
to  counts  of  a 500-MHz  clock.  Each  channel  interacts  with  individual  high  speed,  8-bit, 
bipolar  microcomputers  (Microcomputer  Nos.  1 and  2)  which  array  individual  burst 
durations  in  a histogram  format.  The  histogram  format  is  programmable,  and  for  the  4T 
studies  displayed  the  number  of  observations  obtained  in  each  of  64  cells  having  a bin 
width  of  2 nsec.  A histogram  was  completed  in  the  4T  studies  when  the  number  of 
samples  obtained  in  any  cell  reached  256.  This  number  can  be  varied  over  the  range  from 
16  to  256  samples  in  steps  of  2".  When  the  appropriate  condition  is  satisfied,  the 
histogram  is  displayed  on  a CRT  and  the  contents  of  the  histogram  random  access 
memory  (H-RAM)  are  transferred  to  a first-in,  first-out  memory  (OUT-FIFO).  Data  from 
the  OUT-FIFO  are  subsequently  transferred  to  a 16-bit  microcomputer  (Microcomputer 
No.  3)  which  stores  the  histogram  data  and  performs  the  calculations  described  below. 

The  DDA  is  programmed  to  store  the  total  duration,  PTy,  of  a burst  containing,  as 
desired,  P = 1,  2,  or  4 cycles  of  information  with  period  Ty.  An  average  burst  duration 
for  the  jth  histogram  is  accordingly  computed  and  stored  by  Microcomputer  No.  3 from 
the  relation 


N 

FTj-L^PTy  (1) 

i=l 

where  N is  the  total  number  of  samples  contained  in  the  five  histogram  cells  centered 
about  the  cell  containing  the  required  2n  samples.  Therefore,  N may  vary  from  16  to 
1,276  samples  according  to  the  standard  deviation  of  the  data  and  the  criterion  selected 
for  histogram  termination.  This  feature  of  the  DDA  may  be  regarded  as  a form  of  error 
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control  since  it  is  expected  that  burst  data  obtained  over  a short  time  interval  should 
exhibit  a strong  central  tendency  and,  it  may  be  argued,  signals  whose  periods  are  greatly 
different  from  the  mode  of  the  histogram  generally  arise  from  random  errors  or  pulse 
dropout  or  addition. 


8-Bit  Bipolar  Microcomputer  No.  1 


Figure  9.  Doppler  Data  Analyzer. 


An  average  duration  for  the  M histograms  stored  by  Microcomputer  No.  3 is  also 
computed  and  is  given  by  the  relation 


M 

PT  = 1 V*  PT. 
M ' 1 

j=l 


(2) 
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where  M may  be  programmed  for  any  number  of  histograms  in  the  range  1 < M < 1,000. 
A final  computation  gives  the  mean  period  for  the  entire  data  set  by  dividing  Eq.  (2)  by 
the  appropriate  value  for  P. 

It  should  be  noted  that  the  DDA  has  several  features  which  give  it  an  extremely 
high  data  acquisition  capability.  When  the  two  independent  signal-processing  channels  are 
multiplexed  through  a counter  gate  control,  one  channel  acquires  a sample,  PTy,  while 
the  second  processes  the  previous  sample,  PTi-ij.  A sample  for  the  DDA,  however,  may 
consist  of  only  a portion  of  the  Doppler  burst  so  that  several  samples  may  be  obtained  from 
a single  particle.  Internally,  it  requires  only  12.6  jusec  to  transfer  data  from  H-RAM  to 
OUT-FIFO  memory  and  to  activate  the  CRT.  Each  IN-FIFO  can  further  transfer  8-bit 
bytes  at  a 15-MHz  rate  while  Microcomputer  Nos.  1 and  2 transfer  data  to  the  correct 
H-RAM  memory  at  a 3.33-MHz  rate.  For  a continuous-wave  50-MHz  input  signal,  these 
features  permit  the  DDA  to  produce  histograms  at  a rate  of  40  KHz  so  that  a limited 
duration  velocity  sample  rate  in  excess  of  10  MHz  is  possible.  In  wind  tunnel 
applications,  velocity  sample  rates  approaching  300  kHz  have  been  observed  (Ref.  18) 
using  only  intrinsic  particulate  matter.  It  is  clear,  therefore,  that  in  highly  seeded  flows 
quasi-ins tanta ne ou s velocity  measurements  can  be  obtained,  giving  the  DDA  a potential 
for  performing  moderately  high  frequency  turbulent  flow  diagnostics. 

The  Model  8 DDP  is  restricted  in  its  ability  to  process  low-level  signals  due  to 
dependence  on  an  oscilloscope  sweep  trigger  level,  the  necessity  of  counting  eight  cycles 
of  the  burst  signal,  and  the  error  control  logic  employed.  The  DDA  is  free  -of  these 
restrictions,  and  its  capabilities  for  low-level  signal  processing  are  further  enhanced  by  the 
signal-conditioning  electronics  indicated  in  Fig.  9.  In  this  module  signals  are  passed 
through  an  attenuator-amplifier  device  and  then  through  a highpass-iowpass  filter 
combination.  For  the  4T  program,  10-MHz  highpass  and  50-MHz  lowpass  filters 
were  employed.  After  the  signal  was  filtered,  a logarithmic  compression  amplifier  was 
used  to  equalize  the  signal  amplitudes  of  photon-limited  or  fully  resolved  events.  Two 
additional  stages  of  amplification  were  then  used  prior  to  entering  the  zero-crossing 
detector.  Although  filtering  of  the  input  signal  tends  to  inhibit  noise  at  frequencies 
differing  vastly  from  the  expected  range  of  Doppler  burst  frequencies,  the  signal  and 
noise  components  of  in-band  waveforms  experience  equal  amplification.  Time  interval 
averaging  of  many  samples  by  the  DDA  [Eq.  (1)]  enhances  the  resolution  of  the  period 
measurement,  thereby  reducing  the  measurement  uncertainty  caused  by  noise-induced 
precision  errors  (Ref.  16  )and  time  resolution  factors  (Ref.  19).  This  was  substantiated 
experimentally  by  bench  tests  utilizing  controlled  levels  of  additive  noise.  Such  tests 
clearly  showed  that  the  uncertainty  associated  with  the  averaged  data  was  significantly 
less  than  that  associated  with  individual  period  measurements. 
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3.5  INSTRUMENTATION  AND  CONTROLS 


A block  diagram  of  the  data  acquisition  system,  electronic  instrumentation,  and 
controls  is  shown  in  Fig.  10.  The  computer,  discussed  further  in  Section  3.6,  has  a 32K 
memory  supplemented  by  a 4.9-megabyte  disk  memory  unit..  For  data  sets  consisting  of 
data  from  both  DDP's  and  the  digital  clock,  a data  throughput  rate  of  36,000  sets  per 
second  can  be  achieved.  The  time  resolution  of  the  digital  clock  is  1 msec.  An  interactive 
program  with  several  options  is  used  to  permit  adaptation  of  the  LDV  system  to 


Figure  10.  Block  diagram  of  computer-based  data  acquisition  system,  electronic 
instrumentation,  and  controls. 


22 


AEDC-TR-78-30 


particular  test  requirements.  Program  options  are  entered  by  the  alphanumeric  terminal, 
and  data  are  permanently  recorded  on  magnetic  tape  for  later  reduction.  On-line  data  are 
provided  by  the  line  printer. 

The  4T  test  section  free-stream  Mach  number  is  computer  controlled  to  within 
±0.005.  When  the  Mach  number  is  outside  this  tolerance,  an  inhibit  signal  is  sent  to  the 
LDV  data  acquisition  system.  This  inhibit  signal  suspends  acquisition  of  LDV  data  until 
the  tunnel  is  brought  back  to  the  proper  operating  conditions. 

The  a angle  input  device  is  used  to  manually  enter  the  static  inclination  angle  of  the 
velocity  component  measurement  axis  defined  by  the  green  fringes  (see  Fig.  7).  Small 
angular  changes,  ±Aa,  about  a are  measured  by  the  inclinometer  and  its  associated 
electronics.  The  inclinometer  is  oriented  to  measure  the  pitching  motion  of  the  ECS/LDV 
system.  The  inclinometer-electronics  combination  has  a full-scale  measurement  capability 
of  ± 1 deg  with  a resolution  of  0.001  deg. 

The  stepping  motor  is  used  in  conjunction  with  a precision  lead  screw  to  position 
the  transmit-receive  lens  (lens  L5,  in  Figure  7).  The  stepping  motor  control  unit  can  be 
programmed  to  traverse  lens  L5  in  integer  multiples  as  small  as  0.00025  in.  Lens  position 
is  determined  by  an  up-down  counter  device  identified  as  the  lens  position  indicator. 
Lens  L5  is  automatically  stopped  at  the  extremes  of  its  travel  by  the  lens  position  limits 
and  the  limit  control. 

The  high-frequency  waveform  recorder  is  a 500-MHz  bandwidth  device  and  is  used 
primarily  for  PMT  signal  waveform  recording.  Either  of  two  different  computer  programs 
may  be  selected  to  operate  either  the  waveform  recorder  or  the  data  acquisition  system. 

The  temperature  controllers  are  used  to  regulate  the  electric  current  through  heaters 
mounted  on  the  temperature-controlled  platens.  Thermocouple  sensors  furnish  input 
signals  to  the  controllers,  which  hold  the  platen  temperature  to  within  about  ±2°F  of  a 
1 10°F  set  point.  The  color  beam  splitters,  mounted  on  the  platens,  require  a temperature 
stability  of  about  ±5°F  about  the  set  point  to  maintain  proper  optical  alignment. 

The  remote  alignment  control  is  used  to  supply  power  to  the  alignment  motors, 
MTR1  and  MTR2,  shown  in  Fig.  7.  These  motors  drive  jackscrews  which  in  turn  move 
mirror  M9  (Fig.  7)  to  implement  the  remote  optical  alignment  scheme.  The  position  of 
M9  is  sensed  by  two  potentiometers  whose  output  is  displayed  by  two  analog  voltmeters. 

The  functions  of  the  remaining  instrumentation  and  control  components  may  be 
readily  determined  by  a study  of  Fig.  10. 
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3.6  DATA  ACQUISITION  SYSTEMS 

Two  computer-controlled  data  acquisition  systems  were  designed  and  built  for  the 
LDV  development  and  applications  programs  at  AEDC.  Both  systems  use  a 16-bit 
minicomputer  as  the  system  controller.  The  basic  system  block  diagram  is  shown  in  Fig. 
11.  Source  and  object  programs  prepared  on  another  system  are  loaded  by  the  paper  tape 
reader.  The  magnetic  tape  is  used  to  record  large  amounts  of  data  for  processing  by  a 
large-scale  computer.  Data  needed  during  LDV  system  operation  are  displayed  by  the  line 
printer.  The  alphanumeric  terminal  serves  as  the  man-machine  interface  for  entering 
commands  and  interrogating  the  computer  program.  This  terminal  is  also  useful  for 
perfecting  new  programs.  The  maximum  possible  core  memory  of  32K  words  is  included 
with  both  systems  to  achieve  as  much  buffer  space  for  data  as  possible.  A magnetic  disk 
was  added  to  the  4T  system  for  use  as  a high  capacity  data  buffer  and  to  provide  for 
more  convenient  programming  of  both  computer  systems. 


*Disk  is  used  on  one 
system  only. 


Figure  11.  Block  diagram  of  minicomputer  system. 


A 16-input,  16-bit  digital  multiplexer  was  designed  and  fabricated  to  facilitate  the 
input  of  all  LDV  system  data  sources  through  one  input/output  channel.  Some  of  the 
data  inputs  require  more  than  16  bits  and  therefore  use  two  of  the  16  available  input 
channels. 

I^DV  signals  encountered  in  applications  at  AEDC  range  in  frequency  from  103  to 
108  Hz.  The  capability  to  record  LDV  signal  waveforms  for  subsequent  study  contributes 


24 


AEDC-TR-78-30 


to  signal  processor  development  efforts.  A high-frequency  waveform  recorder  was 
interfaced  to  the  4T  computer  system.  The  waveform  recorder  utilizes  a scan-converter 
device  consisting  of  a 10-kv  electron  gun  which  writes  a charge  image  of  the  signal 
waveform  onto  a target  composed  of  an  array  of  silicon  diodes.  The  diodes  are  spaced  on 
nominal  0.0005-in.  centers,  and  the  entire  diode  array  measures  3/8  in.  by  1/2  in.  The  x 
and  y coordinates  of  the  charged  diodes  are  stored  in  a 4K  work  (10-bit)  memory.  This 
information  is  made  available  for  transfer  to  the  computer  on  command.  The  maximum 
sweep  rate  obtainable  is  0.5  nsec  per  division,  with  the  result  that  500-MHz  signals  can 
easily  be  recorded. 

The  time  required  for  acquisition  of  the  x-y  coordinate  information  by  the 
computer  is  determined  by  the  load  and  read  cycle  times.  The  load  cycle  is  the  time 
required  to  digitize  the  x-y  coordinate  data  and  store  this  data  in  the  4K  memory  and  is 
typically  60  to  70  msec.  The  read  cycle  is  a function  of  the  computer  and  program.  The 
maximum  read  rate  is  1.6  jusec  per  word.  A waveform  is  typically  described  by  about 
1,600  words,  and  the  corresponding  maximum  read  cycle  time  is  about  2.5  msec. 

An  electronically  generated  graticule  can  be  superimposed  on  the  recorded 
waveform.  However,  this  adds  to  the  read  cycle  time  because  it  increases  the  number  of 
words  required  to  describe  the  trace.  Voltage  and  time  scale  factor  information  is 
converted  to  32  ASCII  words  and  is  available  for  presentation  at  the  end  of  a read  cycle. 
This  operation  also  adds  to  the  total  time  required  per  waveform  recording. 

The  waveform  recorder,  when  under  computer  control,  responds  to  the  following 
sequential  commands:  (1)  select  digital  mode  (computer  control);  (2)  arm  single  sweep; 
(3)  select  graticule  generator;  (4)  lock  memory;  (5)  inhibit  ASCII  data;  (6)  load  recorder 
memory;  (7)  read  recorder  status;  (8)  read  data;  and  (9)  clear  recorder. 

4.0  PROCEDURES 

One  of  the  objectives  of  this  study  was  to  determine  the  uncertainties  associated 
with  the  LDV  measurements.  This  required  the  development  of  exacting  calibration  and 
data  reduction  procedures.  The  largest  uncertainties  in  the  measurements  are  shown  to  be 
attributable  to  the  calibration  techniques,  with  lesser  uncertainties  caused  by  the  time 
interval  resolution  characteristics  of  the  counter-type  signal  processor. 

4.1  CALIBRATION 

The  4T  LDV  is  a dual  scatter  system  (Refs.  20  and  21)  in  which  two  laser  beams 
intersect  to  form  a region  of  interference  fringe  planes  as  shown  in  Fig.  7.  The  Doppler 
shift  frequency  obtained  by  a dual  scatter  LDV  is  given  by 
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V . {k  2 - k i ) (3) 

where  V is  the  velocity  vector  of  the  light-scattering  particle,  1q  is  the  wave  vector  of 
one  of  the  incident  beams,  and  k2  is  the  wave  vector  of  the  second  beam.  This  equation 
can  be  put  into  the  form 


V • "A  - -r—E  fD 

2 sin  2. 

2 

(4) 

V • = Kyfp 

(5) 

where  X is  the  wavelength  of  the  incident  laser  light,  d is  the  angle  subtended  by  the 
intersecting  beams,  u±  is  a unit  vector  normal  to  the  fringe  planes,  and  Kv  is  the  LDV 
calibration  factor  or,  equivalently,  the  fringe  spacing.  Equations  (4)  and  (5)  show  that 
only  the  velocity  component  normal  to  the  fringe  planes  is  measured  and  that  it  varies 
linearly  with  the  Doppler  shift  measured  by  the  signal  processor.  Accurate  determination 
of  velocity,  however,  requires  measuring  either  the  angle  between  the  intersecting  beams 
or  the  fringe  spacing  to  a high  degree  of  accuracy.  For  the  two-color  system,  moreover, 
the  orientation  of  the  fringes  with  respect  to  a reference  axis,  and  the  angle  between  the 
two  sets  of  fringes  must  also  be  determined. 


Figure  12  depicts  one  procedure  used  with  the  two-color  LDV  to  determine  the 
intersection  angles  0B  and  0G.  A mirror  was  used  to  deflect  the  four-beam  pattern  by  90 
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deg,  and  the  mirror  pitch  and  yaw  position  adjustments  were  manipulated  to  orient  the 
optical  axis  parallel  to  the  test  section  walls.  The  beam  separation  was  thereby  increased 
as  the  beams  propagated  through  space  and  terminated  on  the  honeycomb  structure 
located  in  the  tunnel  stilling  chamber.  From  Fig.  12  and  Eq.  (5)  it  is  seen  that  the  LDV 
calibration  factor  can  be  found  by  substituting  the  measured  lengths  L.  DB , and  DG  into 
the  following  relationship: 


2 sin  [tun  1 (D/21.)] 

The  uncertainty  in  determining  Kv  is  caused  primarily  by  random  errors  introduced  in 
measuring  D because  the  four  beam  spots  shown  in  Fig.  1 2 are  irregularly  shaped  due  to 
diffraction  effects.  Therefore,  a subjective  decision  is  involved  in  choosing  the  spot 
centers. 


It  can  be  seen  from  Fig.  1 2 that  the  spatial  orientation  of  the  green  and  blue  fringe 
planes  can  also  be  obtained  from  simple  geometric  considerations  using  this  approach.  An 
alternate  procedure  for  determining  the  fringe  pattern  orientation  was  used,  however,  and 
is  illustrated  in  Fig.  13.  A mirror  was  used  to  deflect  the  transmitted  4-beam  pattern  by 


Figure  13.  Apparatus  for  photographing  the  LDV  fringe 
pattern  with  vertical  reference  line. 

90  deg  so  that  the  probe  volume  image  could  be  projected  onto  tracing  paper  by  a 
microscope  objective.  With  the  green  beams  blocked,  a Polaroid  camera  was  used  to 
photograph  the  blue  fringes  along  with  the  superimposed  vertical  reference  line  furnished 
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by  the  pendulum  support  thread.  The  green  fringes  were  then  photographed  with  the 
blue  beams  blocked.  A typical  photograph  is  shown  in  Fig.  14  along  with  a transparent 
overlay  containing  scribed  parallel  lines.  By  aligning  the  scribed  lines  with  the  fringes,  the 
orientation  angle,  a,  of  the  green  fringes  with  respect  to  the  vertical  reference  line  was 
determined  from  a = tan1  (y/z).  A similar  procedure  was  used  to  determine  the 
orientation  angle,  0,  for  the  blue  fringes.  The  intersection  angle,  y,  for  the  set  of 
nominally  orthogonal  fringes  is,  therefore,  y = a + 0. 


Figure  14.  Photographic  determination  of  fringe  orientation  angle. 
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4.2  DATA  REDUCTION 

The  4T  reference  coordinate  system  is  the  orthogonal  Cartesian  System  (x,  y,  z) 
shown  in  Figs.  3,  6,  and  7.  The  instantaneous  velocity  components  along  these 
component  axes  are  u,  v,  and  w,  respectively.  The  single-velocity  component  LDV 
system  was  used  to  measure  the  u,  or  axial,  component  of  velocity  from  which  the  mean 
and  root-mean-square  (rms)  velocities  were  calculated.  The  two-velocity-component  LDV 
was  used  only  to  measure  the  resultant  mean  velocity  magnitude  and  flow  angle  in  the 
x-z  plane,  although,  as  noted  earlier,  other  information  could  be  derived  from  the  data 
obtained.  The  following  descriptions  of  data  reduction  procedures  apply  only  to  the 
Model  8DDP  data  since  the  prototype  DDA  signal  processor  was  used  as  a stand-alone 
instrument  using  the  data  reduction  routines  described  in  Section  3.4. 

4.2.1  Single-Velocity-Component  LDV 


The  Reynolds  model  for  turbulent  fluid  flow  suggests  decomposing  the 
instantaneous  velocity  as 


u = u - u ' (7) 

where  u is  the  mean  velocity  and  u'  is  the  instantaneous  deviation  from  the  mean.  For  N 
instantaneous,  true  velocity  samples,  u*,  the  mean  velocity,  u,  is  given  by 


U 


N 

lim  iV, 

N -*  t»  j{  * J > 

i=l 


The  rms  fluctuation  velocity,  u*,  is  defined  by 


U 


* 


(9) 


The  relative  turbulence  intensity,  a,  in  a flow  with  average  velocity  u is  given  by  (Ref 

22) 


a 


+ w 


(10) 


For  locally  isotropic  turbulence  such  as  is  to  be  expected  in  the  free  stream  of  Tunnel 
4T,  Eq.  (10)  reduces  to 
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Because  of  the  finite  sample  size  and  various  bias  and  precision  errors,  the  velocities 
measured  by  any  instrument  can  provide  only  estimates  of  the  true  statistical 
characteristics  of  a flow.  An  estimate,  Vx,  of  the  true  mean  axial  velocity  can  be 
computed  from  a finite  set  of  N LDV  velocity  samples  by 


N 


1=1 


(12) 


At  present  in  4T,  the  LDV  cannot  distinguish  velocity  fluctuations  caused  by 
turbulent  flow  from  unsteady  tunnel  operations.  During  normal  tunnel  operation,  Mach 
number  is  held  to  within  ±0.005  of  a particular  set  point,  which  results  in  a possible 
maximum  velocity  fluctuation  of  ±1  percent  at  Mach  Number  0.5  and  about  ±0.4 
percent  at  Mach  Number  1.2.  Therefore,  the  velocity  variation  parameter  measured  by 
the  4T  LDV  will  be  termed  the  estimated  relative  turbulence  intensity  defined  by 


A v* 
a = _* 


where  the  fluctuation  velocity  is  given  by 

V*  = 


r n 

- 

_l_  ir  ( 

V - vV 

N — 1 V 

>>  V 

i=l 
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4.2.2  Two-Velocity-Component  LDV 


(13) 


(14) 


It  is  obviously  desirable  for  a multicomponent  LDV  to  have  orthogonal 
measurements  axes.  However,  the  measurement  axes  of  virtually  all  two-  and 
three-component  LDV  systems  deviate  from  the  desired  orthogonal  condition  to  some 
extent.  This  nonorthogonality  can  be  ignored  for  many  applications  because  the  resultant 
measurement  errors  can  be  tolerated.  However,  for  the  4T  LDV  System,  velocity 
magnitude  errors  in  the  range  of  1 percent  and  flow  angle  errors  in  the  range  of  several 
tenths  of  a degree  resulted  when  axis  nonorthogonality  was  not  accounted  for.  Such 
error  magnitudes  are  not  acceptable,  and  measurement  axis  nonorthogonality  must  be 
considered  in  the  two-component  data  reduction  routine. 

In  Fig.  15,  the  directed  line  segment,  V,  represents  the  x-z  plane  velocity  vector  of 
a discrete  particle  passing  through  the  LDV  probe  volume  at  angle  <p.  The  transmitted 
4-beam  array  forms  measurement  axes  which  are  represented  by  the  lines  connecting  the 
pairs  of  Blue  and  Green  spots.  The  particle  velocity  component  along  the  Blue  axis  is 
designated  Vg,  and  that  along  the  Green  axis  is  Vq . The  angle  7 is  equal  to  the  sum  of 
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Figure  15.  Geometric  relationship  of  velocity  vector  V and  LDV 
measurement  axes. 


the  angles  a and  j3  determined  by  calibration.  An  angle  A<Zj  is  associated  with  each 
measurement  because  of  small  vibration-induced  motions  of  the  ECS/LDV  system'.  A 
study  of  the  geometric  details  of  Fig.  15  and  straightforward  application  of  trigonometric 
relationships  yields  the  velocity  magnitude  and  flow  angle  in  terms  of  measurable  LDV 
system  parameters.  The  expression  for  velocity  magnitude  is 
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(15) 


whereas  the  expression  for  flow  angle  is 
4>  = (a  + A a)  - cos-  * 


V2  sin2  y 
- 2Vb  Vg  cosy  + V2 


(16) 
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When  7 : 

= 90  deg,  these  two  equations  simplify  to 

v»  - h - ir 

(17) 

and 

d>  - (a  + Aa)  - cos-  1 | 1.  | 

(18) 

For  mean  velocity  magnitude  and  flow  angle  determinations,  VB,  Vg, 
replaced  in  Eqs.  (15)  through  (18)  by  their  arithmetic  mean  values: 

and  a + Aa  are 
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v = i yv 

N -4-/  1 
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(19) 
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4.3  MEASUREMENT  UNCERTAINTIES 

The  uncertainty  in  the  value  obtained  for  the  velocity  or  flow  angle  measured  by  an 
LDV  is  dependent  upon  many  factors.  Two  of  the  most  difficult  to  assess  are  errors 
resulting  from  particle-fluid  interaction  dynamics  and  the  possible  statistical  bias  of  the 
data  due  to  the  inherent  sampling  characteristics  of  laser  velodmeters.  In  the  latter  case, 
it  has  been  shown  that  arithmetic  averages  of  individual  LDV  velocity  samples  provide 
the  best  estimates  of  the  true,  time-averaged  velocity  provided  that  the  velocity  sampling 
process  is  random  in  time  (Ref.  23).  If,  however,  the  time  interval  between  velocity 
samples  is  proportional  to  the  instantaneous  fluid  velocity,  a statistical  bias  (Ref.  24)  will 
result,  with  the  effect  that  arithmetic  averages  will  overpredict  the  mean  and 
underpredict  the  rms  value  (Refs.  16  and  23).  Reference  16  suggests  that  statistical  bias 
will  occur  only  when  the  LDV  data  acquisition  rate  is  high.  The  data  acquisition  rate  in 
4T  was  low  compared  to  turbulent  fluctuation  rates,  and  no  clear  evidence  of  statistical 
bias  effects  was  observed. 

An  experiment  described  in  Section  5.2  was  performed  to  investigate  particle-fluid 
interaction  dynamics.  This  experiment  indicated  that  the  intrinsic  particulate  matter  in 
4T  is  small  enough  that  particle  inertial  lag  effects  could  be  neglected  for  the  free-stream 
mean  velocity  measurements.  Because  of  these  observations  it  was  deemed  unnecessary  to 
compensate  the  4T  LDV  data  for  statistical  bias  and  particle  lag  effects. 
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As  with  measurements  of  any  physical  quantity,  instrument  bias  and  precision  errors 
are  associated  with  quantities  derived  from  LDV  data.  Instrument  bias  refers  to 
those  systematic  errors  that  are  not  eliminated  by  calibration  procedures,  whereas 
precision  errors  are  random  in  nature  and  are  related  to  the  repeatability  of  the 
measuring  system.  Procedures  for  quantitatively  evaluating  the  resulting  uncertainty  in  a 
measured  quantity  due  to  bias  and  precision  errors  are  given  in  Refs.  25  and  26  and  will 
be  used  in  the  following  development. 


If  f(Xi)  is  a quantity  which  depends  on  various  system  parameters,  Xj,  to  each  of 
which  an  elemental  bias  error,  bXi,  may  be  assigned,  then  the  overall  bias  error.  Bf,  is 
defined  by 


Bf  = 


(21) 


Similarly,  an  overall  precision  error,  Sf,  is  related  to  the  elemental  precision  errors,  sx., 
by 


Sf  = 


m <y 


1/2 


(22) 


The  various  elemental  errors  associated  with  a system  are  obtained  from  considerations 
related  to  the  processes  of  1 ) calibration,  2)  signal  processing  and  data  acquisition,  and  3) 
data  reduction.  The  total  uncertainty  in  the  measurement  obtained  by  the  system  is  then 
(Refs.  25  and  26) 


uf  = ± (Bf  - *0.95  sf)  (23) 

where  t0.9s  is  the  95th  percentile  point  for  the  Student's  t-distribution.  For  the  degrees 
of  freedom  typical  of  an  LDV  data  set,  to .9 5 =»  2.0. 

The  LDV  x-component  velocity  for  the  small  angle  approximation  (sin  6 =»  d)  is  given 
by 


v = XL. 

* DT 


(24) 


where  T is  the  period  associated  with  the  Doppler  shift  frequency,  fo , and  L and  D are 
defined  in  Fig.  1 2.  The  uncertainty  in  the  wavelength,  X,  is 
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M = Ay  » 10  5 
A v + Ay 


(25) 


where  v is  the  optical  frequency  corresponding  to  the  488.0-  or  514.5-nm  wavelength  of 
the  argon  laser  and  is  of  the  order  6(1 01 4 ) Hz.  and  Av  = 5(1 09 ) Hz  is  the  bandwidth  of 
the  laser  gain  profile.  This  uncertainty'  is  insignificant  and  can  be  neglected.  Bias  errors 
for  D and  L were  assumed  to  be  zero  since  no  significant  bias  error  mechanism  could  be 
identified.  Precision  errors  for  D and  L were  determined  by  repeated  measurements.  For 
T values  measured  by  the  DDP  instruments,  the  bias  and  precision  error  characteristics 
are  signal-to-noise  (S/N)  ratio  dependent.  Reasonable  estimates  for  the  errors  associated 
with  T were  obtained  by  laboratory  experiments  using  simulated  LDV  signals  with  S/N 
characteristics  similar  to  those  observed  with  the  LDV  in  Tunnel  4T.  Table  2 lists  the 
uncertainty  parameters  as  determined  under  these  conditions. 

Substituting  the  values  contained  in  Table  2 into  Eqs.  (21)  through  (23)  shows  that 
the  uncertainty  in  Vx  is 

Vv,  - - (a,Y*  - A,V,  sTl  - A,  Vj  ) (26) 


where 

Ai  = 7-32  x Kf  sec/ ft  , A 2 = 1.03  x 10“ 2 , and  A3  = 3.25  x 10“7  sec2/ft2 

Eq.  (26)  gives  the  uncertainty  for  a single  velocity  sample  by  the  4T  LDV.  The  first  term 
of  Eq.  (26  )is  caused  by  the  S/N  ratio-dependent  bias  error  of  the  DDP  instrument, 
whereas  the  A2VX  term  is  predominantly  attributable  to  the  precision  error  associated 
with  the  determination  of  D.  The  final  term.  A3V2,  is  indicative  of  the  basic  time 
resolution  capability  of  the  DDP  (±0.01  nsec/LDV  signal  cycle)  and  the  precision  error 
induced  in  the  measurements  by  S/N  ratio  effects. 

The  T precision  error  can  be  significantly  reduced  by  exploiting  time  interval 
averaging  (Refs.  16  and  19).  Therefore,  the  uncertainty  expression  for  mean  velocity 
measurements,  UVx,  is  the  same  as  Eq.  (26)  except  that  the  A3V2  term  approaches 
zero.  Figure  16  is  a plot  of  Eq.  (26)  versus  measured  velocity.  It  can  be  seen  that  the 
uncertainty  in  mean  velocity  measurements  is  close  to  ±1.1  percent  of  the  measured 
value  throughout  the  velocity  range.  The  uncertainty  in  the  single  velocity  samples  starts 
at  ±1.1  percent  of  the  measured  value  at  500  ft/sec  and  increases  to  ±1.7  percent  at 
2,000  ft/sec.  Those  same  T precision  errors  that  average  to  zero  for  mean  velocity 
measurements  become  bias  errors  for  measurements  of  root  mean  square  velocity 
deviation,  V£,  about  the  mean  velocity  value.  The  interval  between  the  two  plots  shown 
in  Fig.  16  can  be  used  to  estimate  the  bias  error  for  the  V£  measurements. 
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Uy  - Uncertainty  in  Single 
x Velocity  Sample 

Uy  - Uncertainty  in  Mean 
x Velocity  Measurement 


Figure  1 6.  Uncertainty  in  the  measurement  of  a single  velocity  component. 

The  expressions  for  the  x-z  plane  velocity  and  flow  angle  as  determined  by  the 
two-component  LDV  are  given  by  Eqs.  (15)  and  (16),  respectively.  It  is  seen  that 
functional  relations  of  the  form 


V = f(VB,VG,y)  (27) 

and 

4>  = f (VB,  Vc,  a,  y,  Aa)  ' (28) 

must  be  evaluated  to  obtain  the  elemental  uncertainties  associated  with  these 
measurements.  Table  3 presents  the  coefficients,  as  well  as  bias  and  precision  errors  for 
Vxz,  and  Table  4 gives  those  for  0X2.  It  is  difficult  to  make  a simple  assessment  of  the 
overall  uncertainty  in  the  case  of  the  two-component  system  since  the  coefficients 
associated  with  Uyxz  and  U0xz  are,  themselves,  functions  of  the  individual  variables.  For 
example,  the  uncertainty  associated  with  pitch  plane  velocity  may  be  written  as 

Uy  - ± (a;  v|  „ A-  V„  VT  + A'  V|  ) (29) 
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which  is  very  similar  to  Eq.  (26).  The  coefficients  are,  however,  given  by 


A,'  = (7.32)  (Hr7) 


A'  = (5.28)  (10“5) 


0.)  (sec/ft) 


(£)‘ 

J—  /l  +(]>V  (lc)  2 ( l.+  A3Vg\ 

3in  W \ 1 + Aa  V|  / 


A 3 = (3.25)  (10  ')  sec2/ ft2 


(30). 


where 


a = vb  - vg  cos  y 


b = vc  - vb  cos  y 
c = ( ' g _ 2VG  '■  B cos  y ~ ' b) 


(31) 


The  situation  is  even  more  complex  for  since  the  number  of  terms  is  greater. 
Consequently,  it  is  preferable  to  use  Eqs.  (15),  (16),  (21),  (22),  and  (23),  Tables  3 and  4, 
and  a specific  set  of  data  to  compute  the  measurement  uncertainties  associated  with  V 
and  0.  This  is  done  for  the  data  presentations  of  Section  5.0. 


Table  3.  Uncertainty  Parameters:  Two-Velocity-Component  Measurements 

3V  y _ y rns  v 

xz  ¥B  vG  LUb  Y 

8VB  sin  Y (Vg  - 2VgVg  cos  y + v\)h 

b..  = (7.32  x 10"7)  V? 

VB  D 

sy  = [(2.64  x IQ"5)  V2  + (8.57  x 10"12)  ^ 

3Vxz VG  - VB  cos  l 

3VG  sin  y (V2  - 2VbVg  cos  y + V2)^2 
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Table  3.  Concluded 


bv  = (7.32  x 10"7)  V2 
G 


sv  = [(2.64  x 10"5)  Vg  + (8.57  x 10"12)  Vg]^ 


9Vxz  _ ^VG  " VB  cos  Y^  ^VB  “ VG  cos  Y> 
3y  sin2y  (V2  - 2 VRVr  cos  y + V2)*1 


b = 0.0 

Y 


s = 0.14  deg,  y = 89.1  deg 


Table  4.  Uncertainty  Parameters:  Flow  Angle  Measurements 


sin  y (VBVG  - Vg  cos  y) 


(V2  - 2VgVg  cos  y + V2)  [V2  (1  - sin2y)  - 2VgVg  cos  y + V2]^2 


= (7.32  x 10"7)  V2 

= [(2.64  x 10"5)  Vg  + (8.57  x 10-12)  Vg]^ 

sin  y (VgVg  cos  y - Vg 

(VG  " 2VBVG  cos  y + VB>  [VG  (1  " s1ii2y)  _ 2VBVG  cos  y + Vb]? 
= (7=32  x 10“7)  V2 

= [(2.64  x 10“5)  V2  + (8.57  x 10"12)  V^ 


=0.1  deg 
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Table  4.  Concluded 

bto  ■ 0.0 

SAa  = 0,002  de9 

3*xz  = VG  cos  Y ^VG  ~ 2VBVG  cos  y + " VBVG  sin2y 

3y  (v|  - 2VgVG  cos  y + Vg)  [VQ(1  - sin2y)  - 2VgVG  cos  y + Vg]^ 

by  = 0.0 

sy  = 0.14  deg,  y = 89.1  deg 

5.0  TEST  RESULTS 

5.1  SINGLE-VELOCITY-COMPONENT  MEASUREMENTS 

The  single-velocity-component  LDV  system  was  used  to  evaluate  (1)  LDV 
performance  using  only  intrinsic  tunnel  particulate  matter  as  light  scatterers  and  (2)  the 
newly  developed  Doppler  Data  Analyzer  (DDA). 

5.1.1  LDV  Signal  Characteristics 

As  discussed  in  Section  2.2,  the  intrinsic  sources  of  light-scattering  particles  in  4T 
are  primarily  dust-like  particles  and/or  H2O  condensate.  Light-scattering  particles  with 
diameters  of  the  order  of  one  micron  or  larger  are  required  for  proper  operation  of  the 
present  4T  LDV  system  when  a conventional  counter-type  signal  processor  is  used. 
Velocity  information  can  be  acquired  from  somewhat  smaller  particles  by  using 
specialized  electronic  signal  processing  instruments  such  as  the  DDA  or  instruments 
utilizing  photon  time-of-arrival  correlation  principles  (Ref.  27). 

A qualitative  representation  of  the  dependence  of  LDV  time  function  signal 
characteristics  upon  particle  size  and  number  density  is  furnished  in  Fig.  17.  Figure  17a 
shows  a classical  LDV  signal  waveform  produced  by  a single  particle  (n  = 1),  with 
diameter  da,  passing  through  the  LDV  probe  volume.  Since  a large  number  of  photons 
are  scattered  by  such  a relatively  large  particle  as  it  traverses  the  bright  fringe  planes,  the 
resultant  photodetected  signal  is  well  defined.  However,  as  particle  size  decreases  (Figs. 
17b  through  e),  the  signals  become  less  well  defined,  and  discrete  photon-detected  events 
begin  to  be  observed.  Finally  (Fig.  17e),  the  particle  size  is  so  small  that  only  single 
photon-detected  events  mark  the  passage  of  the  particle  through  the  probe  volume. 


39 


AEDC-TR-78-30 


d - Particle  Diameter 

n - Number  of  Particles  in  the  Probe  Volume 


a.  n = 1 , da 


b.  n = 1,db  <da 

c.  n = 1,  dc  < db 

jkJlAxuxj 


X 


d.  n = 1,  dd  < dc 

Lx a. 


t 


e.  n = 1,  da  <d„ 

f.  n »lf  d,  s da 

Figure  17.  LDV  signal  characteristics:  particle  size  and  number  density  effects. 

Figure  17f  illustrates  the  situation  wherein  a large  number  (N»l)  of  very  small  particles 
are  simultaneously  present  in  the  probe  volume.  The  resultant  signal  is  chaotic  and 
exhibits  a power  spectrum  similar  to  that  of  a Guassian  noise  process. 

The  standard  LDV  signal  processing  instrument  used  at  AEDC  is  the  burst  counter 
described  in  Section  3.4.  This  DDP  can  successfully  be  applied  for  signal  types  a through 
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c but  fails,  by  design,  when  subjected  to  signal  types  d through  f.  The  DDA  instrument 
(Section  3.4)  is  usable  for  signal  types  a through  e but  fails  for  signal  type  f.  The  photon 
time-of-arrival  correlation-type  instrument  could  be  used  for  signal  types  d through  e but 
would  also  fail  for  signal  type  f.  Useful  velocity  information  from  signal  type  f can  be 
obtained  only  by  direct  optical  detection  of  the  Doppler  shift  frequency. 

Qualitative,  visual  observations  of  oscilloscope  displays  of  photodetector  signals 
showed  that  signal  type  a was  relatively  rare  in  4T,  appearing  about  once  every  15  to  20 
seconds  at  Mach  Number  0.8.  For  dry  tunnel  operating  conditions  (no  H20  condensate), 
most  of  the  observed  signals  were  of  types  d and  e and  occurred  at  a rate  of  about  10  to 
50  per  second  at  Mach  Number  0.8.  LDV  operations  were  generally  unsatisfactory  under 
dry  tunnel  conditions  at  all  Mach  numbers  because  of  the  lack  of  adequate  size  particles. 
Photon  correlation  techniques  were  not  evaluated  because  the  LDV  signal  frequencies,  for 
the  velocity  range  encountered  in  4T,  were  above  the  operating  range  of  available 
instruments. 

When  condensate  was  formed  over  the  Mach  number  range  from  0.6  to  1.2.  signals 
such  as  those  shown  in  Fig.  17b  were  observed,  and  accurate  LDV  data  could  be 
routinely  acquired.  As  tunnel  operating  conditions  were  varied  to  achieve  Mach  Number 
1.3  operation,  a distinct  degradation  in  signal  quality  from  type  b to  type  c could  be 
observed.  This  indicated  some  fundamental  change  in  the  condensation  process.  It  is 
important  to  point  out  that  only  moderate  levels  of  condensate  are  required  for  LDV 
operations  and  that  excellent  quality  LDV  signals  derived  from  condensate  have  been 
observed  in  4T  although  1)  the  humidity  level  was  within  the  specified  limits  for  proper 
tunnel  operation  and  2)  no  condensate  could  be  visually  detected  by  the  test  section 
television  cameras.  In  short,  an  LDV  system  is  a very  sensitive  condensate  detector.  With 
moderate  levels  of  condensation,  LDV  signal  burst  rates  as  high  as  500,000  per  second 
were  observed  and  LDV  velocity  samples  in  excess  of  1,000  per  second  were  recorded 
using  the  DDP  instrument. 

When  condensate  was  formed  at  Mach  Numbers  1.6  and  2.0,  scattered  light  levels 
great  enough  to  saturate  the  photodetector  were  observed.  This  situation  was  caused  by 
the  high  number  density  of  small  condensate  particles  formed  at  Mach  numbers  greater 
than  about  1.3.  The  resulting  signals  looked  like  Fig.  17f  and  were  useless  for  LDV 
purposes  even  after  the  photodetector  was  brought  out  of  saturation.  The  signal 
waveform  shown  in  Fig.  18  was  recorded  at  Mach  Number  1.6  by  the  high  frequency 
waveform  recorder.  The  initial  portion  of  this  recording  shows  a well-defined  signal 
generated  by  a large  particle.  The  remainder  of  the  signal  waveform  was  generated  by  a 
random-phased  superposition  of  a large  number  of  individual  signals  such  as  shown  in  Fig. 
17e,  produced  by  small  condensate  particles. 
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Signal  generated  by  a single,  Signal  generated  by  a large  number 
large  dust-like  particle.  density  of  small  H26  condensate  particles. 


Figure  18.  Signal  waveform  at  Mach  Number  1.6  with  H20  condensate. 

A figure-of-merit  is  helpful  in  evaluating  the  usefulness  of  an  LDV  system  installed 
in  a certain  aerodynamic  test  facility.  To  this  end,  LDV  data  productivity  is  here  defined 
as  the  time  required  to  record  1,000  individual  velocity  samples.  Table  5 summarizes  the 
LDV  data  productivity  observed  in  Tunnel  4T.  Clearly,  the  LDV  is  not  satisfactory  for 
routine  data  acquisition  under  most  tunnel  operating  conditions  since  the  time  required 
to  obtain  a data  set  is  generally  too  long.  It  is  important  to  note  that  tunnel  operation 
over  the  Mach  number  range  from  0.6  to  1.3  accounts  for  about  90  percent  of  all  testing 
in  4T.  The  present  study  suggests,  therefore,  that  if  humidity  levels  and/or 
thermodynamic  conditions  could  be  controlled  to  exploit  condensate  formation  as  a 
natural  seeding  mechanism,  LDV  operations  over  this  Mach  number  range  would  be 
practical.  Use  of  artificial  seeding  techniques,  moreover,  could  substantially  enhance  the 
LDV  data  productivity  at  all  Mach  numbers.  It  is  anticipated  that  future  development 
and  use  of  low-level  LDV  signal  processors  will  result  in  at  least  moderate  enhancement 
of  LDV  data  productivity  when  only  intrinsic  particulate  matter  is  available. 

5.1.2  Tunnel  Test  Data 

The  single-velocity-component  system  was  used  to  measure  the  axial,  or  x-axis, 
velocity  component  at  a single  y-axis  position  near  the  tunnel  centerline. 
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Figure  19  shows  mean  velocity  and  estimated  turbulence  intensity  data  for  the  Mach 
number  range  from  0.6  to  1.2.  LDV  mean  velocity  measurements  were  compared  to  UK,  the 
free-stream  velocity  derived  from  tunnel  calibration  procedures.  Data  points  denoted  by  the 
circles  were  obtained  from  1,000  DDP  velocity  samples,  and  the  triangles  represent  data 
derived  from  30,000  to  75,000  DDA  velocity  samples.  The  LDV  mean  velocity  data  are  seen 
to  compare  with  U..  to  within  1.5  percent  for  the  entire  Mach  number  range  shown  and 
indicate  a relative  turbulence  intensity  of  about  1.0  percent.  This  data  comparison  is 
affected,  to  some  degree,  by  the  fact  that  the  LDV  is  essentially  a point  measurement 
device  whereas  U„  is  a gross  average  quantity.  Available,  unpublished  pitot-static  probe  data 
show  similar  velocity  variations  around  U„.  Therefore,  some  of  the  differences  between  Vx 
and  Vm  are  attributable  to  local  velocity  deviations  from  U^. 


Table  5.  4T  LDV  Data  Productivity  Summary 

Observed  LDV  Data 

Conditions  Productivity3  Explanation 

Mach  Nos.  0.2  to  0.5  10  to  30  min  Low  Number  Density  of  Adequate  Size 

Particulate  Matter 


Mach  Nos.  0.6  to  1.3  2fl0  . Low  Number  Density  of  Adequate  Size 

Without  H2O  Condensate  Particulate  Matter 

With  H20  Condensate  1 to  45  sec  Condensate  Size  and  Number  Density 

“ Ideal  for  LDV  Operations 


Mach  Nos.  1.6  and  2.0  200  . Low  Number  Density  of  Adequate  Size 

Without  H20  Condensate  Particulate  Matter 

Condensate  Size  Too  Small  and  Number 

With  H2O  Condensate  >200  hr  Density  Too  Large  - LDV  Signal  is 

Large  Amplitude  But  Chaotic 


& 

Time  required  per  1,000  velocity  samples  with  DDP  signal  processor 

The  number  of  LDV  data  points  taken  at  each  Mach  number  was  determined  by  the 
length  of  time  that  the  tunnel  was  held  at  that  particular  condition.  Variations  between 
data  points  at  any  one  Mach  number  are  caused  by  flow  variations  within  the  ±0.005 
tolerance  on  tunnel  Mach  number  setting  and/or  mean  stagnation  temperature  changes 
with  time. 

Figure  19  also  shows  consistent  agreement  of  the  DDA  mean  velocity  data  compared 
to  the  DDP  data.  Further  observations  during  this  testing  period  showed  that  the  DDA 
met  its  major  design  objective  of  being  able  to  acquire  data  from  small  particulate  matter. 
This  was  evidenced  by  the  fact  that  the  DDA  was  able  to  acquire  accurate  velocity  data 
even  after  the  DDP  had  ceased  to  function  because  of  insufficient  signal  cycles.  Even 
under  good  signal  conditions  the  DDA  data  acquisition  rate  was  about  5 to  1 greater  than 
the  DDP  rate. 
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Uoo  " Tunnel  Free-Stream  Velocity 
(5-sec  Time  Average) 

V*  - Includes  Turbulence  and  Tunnel 
Unsteadiness  Effects 

$ - LDV  Data  - DDP  with  Uncertainty  Limits 


A - LDV  Data  - DDA  Prototype  Instrument. 
Uncertainty  Linlts  Not  Available 


Each  No. 

Figure  19.  Single-velocity-component  measurements  at  the  tunnel  centerline. 

5.2  TWO-VELOCITY-COMPONENT  AND  FLOW  ANGLE  MEASUREMENTS 

. Figure  20  shows  the  apparatus  details  of  a flow  angularity  survey  recently  conducted 
in  Tunnel  4T.  The  rectangular  x,  y,  z Cartesian  coordinate  system  serves  as  a reference 
for  the  tunnel  test  section.  The  x-axis  is  coincident  with  the  geometric  tunnel  centerline, 
and  the  y-z  plane  is  located  at  the  juncture  of  the  expansion  nozzle  and  test  section.  The 
aerodynamic  flow  angle  probe  was  traversable  in  three  dimensions,  whereas  the  LDV 
probe  volume  was  traversable  only  in  the  y-axis  direction.  The  two-color  LDV  system 
shown  in  Fig.  7 was  used  to  acquire  x-z  plane  flow  angle  and  velocity  magnitude 
measurements  for  comparison  with  the  aerodynamic  flow  angle  probe  measurements. 

At  its  closest  point  of  approach  along  the  x-axis,  the  flow  angle  probe  was  still  9 in. 
downstream  of  the  LDV  probe  volume  scan  axis.  Most  of  the  LDV  data  were  recorded 
when  the  flow  angle  probe  was  21  in.  downstream  at  x = 108.  Because  of  this  x-axis 
separation,  an  obvious  question  is  raised  as  to  the  significance  of  comparing  flow  angle 
probe  and  LDV  data.  The  data  shown  in  Fig.  21  were  acquired  to  answer  this  question. 
From  the  three  flow  angle  probe  plots  it  is  seen  that  4T  y-axis  flow  angle  profiles  are  not 
a strong  function  of  x-axis  position  at  Mach  number  0.8.  This  general  characteristic  is 
observed  at  all  Mach  numbers.  Indeed,  a maximum  flow  angle  difference  of  only  about 
0.12  deg  is  observed  for  an  x-axis  separation  as  great  as  24  in.  Therefore,  it  is  concluded 
that  comparisons  of  LDV  and  flow  angle  probe  data  within  about  ±0.2  deg  are 
meaningful.  On  this  basis  the  LDV  data  are  seen  to  compare  quite  favorably  with  the 
flow  angle  probe  data. 
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Figure  20.  Apparatus  details:  flow  angularity  survey  in  Tunnel  4T. 

To  develop  confidence  in  the  two-velocity-component  LDV  measurements  an 
experiment  was  conducted  to  relate  LDV  measurement  repeatability  to  1)  tunnel 
unsteadiness  and  2)  particle  lag  effects.  For  the  tunnel  unsteadiness  study  the  LDV 
system  optical  and  electronic  adjustments  were  optimized  and  then  not  touched  until  five 
consecutive  data  points  had  been  recorded.  The  nominal  tunnel  operating  conditions  were 
constant  throughout  this  experiment.  These  data  are  shown  in  Fig.  22.  The  extremes  in 
flow  angle  are  seen  to  differ  by  0.07  deg.  The  extremes  in  the  mean  velocity  magnitude 
measurements  are  seen  to  differ  by  0.25  percent.  The  expected  statistical  variability  in 
the  LDV  mean  velocity  data  is  given  by  the  formula  for  the  standard  deviation  of  mean 
values  for  sets  of  N measurements  (Ref.  28): 


For  V*/V  * 1.5  percent  (experimental  determination)  and  N = 750  (see  Fig.  22),  sy/V 
equals  approximately  0.05  percent.  Since  the  statistical  variability  was  less  than  the 
observed  variability,  it  was  concluded  that  DDP  signal  processor  stability  and  tunnel 
unsteadiness  were  primarily  responsible  for  the  velocity  data  variability.  The  same 
conclusion  was  reached  concerning  the  variability  in  flow  angle  data. 
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Figure  21.  Sensitivity  of  x-z  plane  flow  angle  to  x-axis  position 
at  Mach  number  0.8. 

The  particle  lag  experiment  was  conducted  immediately  following  the  tunnel 
unsteadiness  study.  The  nominal  tunnel  operating  conditions  were  again  held  constant 
throughout  the  time  LDV  data  were  being  recorded.  All  LDV  operating  parameters  were 
held  constant  except  for  the  oscilloscope  trigger  level,  which  can  be  used  as  a signal 
amplitude  discriminator.  The  trigger  adjust  was  first  set  at  a low  level  so  that  all  signals 
produced  by  the  LDV  system  were  displayed  by  the  oscilloscope  and  were  thereby 
available  to  the  DDP  for  production  of  velocity  sample  measurements.  Under  these 
conditions  a large  percentage  of  the  LDV  data  are  derived  from  small  particles.  As  the 
trigger  level  is  increased,  the  signals  from  the  smaller  particles  are  excluded.  At  the  high 
trigger  level  setting,  only  signals  generated  by  the  largest  particles  in  the  flow  are  available 
for  processing  by  the  DDP  instruments.  If  particle  lag  were  a problem,  then  the  mean 
velocity  of  the  large  particles  would  be  expected  to  be  lower  than  that  of  the  smaller 
particles. 
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Average  Time  Required  per  LDV  Data  Point 
(N  = 750)  = 225  sec 
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Figure  22.  LDV  measurement  repeatability  test  at  Mach  Number  0.8. 

Figure  23  shows  the  results  of  the  particle  lag  experiment.  The  flow  angle  extremes 
are  seen  to  differ  by  0.12  deg,  whereas  the  extremes  in  velocity  magnitude  differ  by  0.2 
percent.  This  data  variability  is  comparable  to  that  shown  in  Fig.  22,  which  was 
attributed  to  tunnel  unsteadiness  and  DDP  signal  processor  stability;  thus  there  is  no 
increase  in  data  variability  associated  with  particle  lag  effects.  On  the  basis  of  this 
experiment,  particle  lag  does  not  appear  to  be  a significant  problem  for  4T  free-stream 
mean  velocity  and  flow  angle  measurements  when  intrinsic  particulate  matter  is  used. 

Figure  24  compares  LDV,  aerodynamic  flow  angle  probe  data,  and  free-stream 
velocity  data.  The  tunnel  was  operated  at  two  slightly  different  diffuser  flap  positions 
during  the  time  required  to  complete  the  LV  y-axis  scan;  this  variation  caused  the 
observed  discontinuity  in  the  flow  angle  data.  The  LDV  flow  angle  profile  is  seen  to 
compare  with  the  flow  angle  probe  data  to  within  0.2  deg,  which  is  within  the 
uncertainty  limits  of  the  LDV  measurements.  LDV  velocity  magnitudes  compare  with 
within  1.3  percent  at  the  four  y-axis  positions.  This  slightly  exceeds  the  ±1.1  percent 
uncertainty  limits  for  the  LDV  data  but  still  represents  good  data  agreement. 

Figure  25  shows  comparison  data  taken  at  Mach  Number  0.4.  Again,  tunnel 
conditions  were  changed  before  the  LDV  y-axis  scan  could  be  completed.  It  is  noted  that 
in  response  to  the  tunnel  condition  change,  the  flow  angle  probe  data  show  a "jump"  of 
0.37  deg  compared  to  0.30  deg  for  the  LDV  system.  Before  and  after  the  jump  the  LDV 
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data  compare  with  the  flow  angle  probe  data  within  0.1  deg.  For  one  set  of  tunnel 
conditions  the  LDV  velocity  was  about  1.4  percent  lower  than  UM)  whereas  for  the 
second  set  of  tunnel  conditions  the  LDV  velocity  was  about  1 .4  percent  greater  than  U . 

Average  Time  Required  per  LDV  Data  Point 
(N  *=  500)  - 150  sec 
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Figure  23.  Effect  of  trigger  setting  (particle  size)  on  LDV  measurement 
repeatability  at  Mach  number  0.8. 


The  data  included  in  Figs.  24  and  25  were  acquired  using  intrinsic  particles  as  light 
scatterers,  and  the  relatively  long  time  period  required  for  LDV  data  acquisition  is  noted. 
Figure  26  shows  LDV  data  recorded  at  Mach  number  0.8  with  H20  condensate 
purposely  formed  in  the  tunnel  test  section.  These  data  were  taken  during  a preliminary 
investigation  in  Tunnel  4T  to  determine  whether  H20  condensate  formation  could  be 
controlled  and  thereby  exploited  to  provide  particulate  matter  when  required  for  LDV 
operations.  The  tunnel  conditions  were  set  at  Mach  number  0.8,  total  temperature 
88.4°F,  and  stagnation  pressure  2,000  lb/ft2.  During  normal  tunnel  operation  the  tunnel 
circuit  makeup  air  is  passed  through  a desiccant  material  to  remove  the  H20  vapor  and 
thereby  suppress  condensate  formation.  During  this  investigation,  however,  atmospheric 
makeup  air  was  used.  This  resulted  in  condensate  formation,  excellent  LDV  signal 
characteristics,  and  data  rates  up  to  200  velocity  samples  per  second.  Following  the 
acquisition  of  the  LDV  data,  only  about  10  minutes  were  required  to  change  over  from 
the  atmospheric  makeup  air  source  to  the  dry  source.  Under  the  dry  conditions,  LDV 
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operations  were  entirely  unsatisfactory  since  a data  rate  of  about  one  velocity  sample  per 
second  was  observed.  No  flow  angle  probe  data  were  available  for  inclusion  in  Fig.  27, 
but  the  LDV  velocity  data  are  seen  to  compare  with  U„  within  0.8  percent  for  the  entire 
y-axis  profile. 


Description 


Flow  Angle  Probe 

Uo,  - Tunnel  Free-Stream  Velocity 
(5  sec  Time  Average) 

LDV  Data  - DDP  with  Uncertainty 
Limits 


x-Axis  Position 
108.0 

87.0 


Note:  Time  Required  per  LDV  Data  Point  (N  - 300)  = 265  sec 


Diffuser  Diffuser 

Flap  Flap 

Pos.  1 Pos.  0 


Figure  24.  Scan  of  y-axis:  x-z  plane  flow  angle  and  velocity  magnitude 
measurements  at  Mach  Number  0.8. 
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Data  Symbol 

A 

A 
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Description 

Flow  Angle  Probe 

- Tunnel  Free-Stream  Velocity 
(5  sec  Time  Average) 

LDV  Data  - DDP  with  Uncertainty 
Limits 


Note:  Time  Required  per  LDV  Data  Point  (N  = 300) 
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y-Axis  Position,  in. 

25.  Scan  of  y-axis:  x-z  plane  flow  angle  and  velocity  magnitude 
measurement  at  Mach  number  0.4. 
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Data  Symbol  Description  x-Axis  Position 

a Ujjq  - Tunnel  Free-Stream  Velocity 

(5  sec  Time  Average) 

o LDV  87.0 

Note:  Time  Required  per  LDV  Data  Point  (N  ■ 1, 000)  * 5 to  8 sec 


Figure  26.  LDV  data  with  H2O  condensate  purposely  formed  at  Mach  number  0.8. 
6.0  SUMMARY  OF  RESULTS  AND  CONCLUSIONS 


A two-velocity-component  LDV  system  was  developed  and  operated  in  the 
AEDC-PWT  4-ft  Transonic  Wind  Tunnel  (4T)  to  determine  the  capabilities  and  limitations 
of  LDV  technology  as  adapted  for  application  in  a laTge  aerodynamic  test  facility. 

This  study  has  shown  that  usefully  accurate  flow  angle  and  velocity  magnitude  data 
can  be  obtained  by  LDV  techniques  in  a large  test  facility  such  as  4T.  However,  exclusive 
reliance  upon  intrinsic  particulate  matter  for  light  scatterers  is  a fundamental  limitation 
on  the  data  productivity  of  the  LDV  system.  Without  H20  condensate,  the  LDV  data 
rate  in  4T  was  objectionably  low  at  all  Mach  numbers  because  of  the  low  number  density 
of  adequate  size  dust-like  particles.  With  low  levels  of  H20  condensate,  scatter  particle 
characteristics  (size  and  number  density)  were  ideal  for  LDV  operations  over  the  Mach 
number  range  from  0.6  to  1.3.  Above  Mach  Number  1.3  the  condensate  particle  size  was 
too  small  and  number  density  too  large  for  useful  LDV  measurements. 

/ 

State-of-the-art,  two-color  LDV  optics  were  developed  for  use  in  4T.  This  represents 
the  first  use  of  such  a system  at  AEDC.  Unique,  remotely  controlled  optical  alignment 
techniques  and  devices  were  developed  and  successfully  applied.  An  environmental 
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control  system  was  developed  to  house  the  LDV  optics  and  counter  the  detrimental 
effects  of  the  4T  environmental  factors.  A new,  low-level  signal  processor  termed  the 
Dopper  Data  Analyzer  was  developed  and  evaluated.  A versatile,  computer-controlled  data 
acquisition  system  was  also  developed  for  the  4T  LDV  system.  All  systems  performed 
satisfactorily. 

A measurement  uncertainty  analysis  of  the  4T  LDV  system  indicates  that  the 
uncertainty  in  mean  x-z  plane  velocity  magnitude  is  within  ±1.1  percent  of  the  measured 
value.  The  uncertainty  in  x-z  plane  flow  angle  measurements  was  found  to  be  ±0.25  deg. 
The  major  portion  of  these  uncertainties  is  attributable  to  the  presently  usecl  LDV 
calibration  techniques.  Development  of  more  precise  calibration  techniques  is  required  for 
further  reduction  of  measurement  uncertainties. 

The  uncertainty  in  each  individual  velocity  and  flow  angle  measurement  is  greater 
than  the  associated  mean  value  uncertainty  and  increases  with  velocity  because  of  the 
finite  time  resolution  capabilities  of  the  LDV  signal  processor.  Increased  digital  clock 
frequency  and/or  improved  analog  pulse  stretcher  stability  is  called  for  to  reduce  this 
uncertainty  factor.  Both  improvement  approaches  are  presently  practical  and  merit 
further  study. 

The  uncertainty  in  discrete  velocity  and  flow  angle  measurements  and  associated 
root  mean  square  values  is  a strong  function  of,  and  is  directly  related  to,  the  ratio  of 
noise  signal  magnitude  to  LDV  signal  magnitude.  Mechanical  constraints  dictated  the  use 
of  a coaxial  backscatter-type  LDV  receiver  in  Tunnel  4T.  For  certain  traverse  positions  of 
the  LDV  receiver,  noise  signals  with  amplitudes  greater  than  the  LDV  signals  were 
observed.  The  noise  source  in  this  case  was  transmitter  laser  light  reflected  and  scattered 
off  the  wind  tunnel  window.  The  use  of  an  off-axis  backscatter  receiver  would  have 
significantly  reduced  the  stray  laser  light  noise  signal.  Experience  at  4T  and  other  AEDC 
test  facilities  has  shown  that  the  off-axis  backscatter  receiver  is  the  system  of  choice 
when  one  is  confronted  with  test  section  windows. 

The  1.5-percent  comparison  of  LDV  mean  velocity  magnitude  measurements  with 
U-  values  was  encouraging,  as  was  the  ±0.2-deg  comparison  of  LDV  and  aerodynamic 
flow  angle  probe  data.  However,  it  should  be  emphasized  that  attainment  of  usefully 
accurate  LDV  data  in  a large  aerodynamic  test  facility  such  as  4T  can  require 
expenditures  of  design  and  operations  efforts  at  least  an  order  of  magnitude  greater  than 
simpler  applications  where  such  factors  as  tightly  scheduled  tunnel  operations,  hostile 
environment  (vibration,  vacuum,  etc.),  and  remote  and  inacessible  location  of  the  LDV 
system  are  not  encountered. 
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NOMENCLATURE 


Ai , A2,  A3 


Ai  ,A2  >A3 


a,b,c 

8 

b*i 

D 

,db  jdc  ,<1^  ,dc  ,df 

f(xj) 

fD 

Kv 

£ 

L 

M 

N 

n 

P 

S 


Sy 

SXj 

T 

to. 95 


Constant  coefficients,  Eq.  (26) 

Variable  coefficients,  Eq.  (29) 

Variable  coefficients,  Eq.  (30) 

Overall  system  bias  error,  Eq.  (21) 

Elemental  bias  error.  Eq.  (21) 

Distance  between  LDV  transmitter  beams.  Fig.  12 
Diameters  of  light-scattering  particles,  Fig.  1 8 
Generalized  function  of  Xj  variable,  Eq.  (21 ) 

Doppler  or  LDV  signal  frequency,  Eq.  (3) 

LDV  calibration  constant,  Eq.  (5) 

Propagation  vector,  Eq.  (3) 

Distance  from  LDV  probe  volume,  Fig.  1 2 
Number  of  histograms,  Eq.  (2) 

Number  of  discrete  samples,  Eqs.  (1),  (8),  (9),  and  (32) 

Number  of  light-scattering  particles  in  the  probe  volume.  Fig.  18 
Number  of  cycles  counted  by  the  LDV  signal  processor,  Eq.  (1) 

Overall  measurement  system  precision  error.  Eq.  (22) 

Standard  deviation  of  V values 
Elemental  precision  error,  Eq.  (22) 

LDV  signal  period,  Eqs.  (1)  and  (24) 

95th  percentile  point  for  the  two-tailed  Student's  "t"  distribution,  Eq. 
(23) 


U 


Total  measurement  system  uncertainty,  Eq.  (23) 
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u 

u'  ■ 

u* 

U,  V,  w 

V 

V 

— ► 

V 

Vx 

Vx 

V* 


a 

& 

7 

AX 

e 

X 

v 

a 


Tunnel  free-stream  velocity,  Figs,  19,  22,  and  23 

Mean  value  of  u,  Eq.  (8) 

Instantaneous  deviation  of  u from  u,  Eq.  (7) 

Root  mean  square  deviation  of  u from"u,  Eq.  (9) 

Unit  vector  normal  to  the  LDV  fringe  planes,  Eq.  (4) 

Instantaneous  velocity  components  in  the  x,  y,  and  z directions, 
respectively,  Section  4.2 

x-z  plane  velocity  magnitude  measurement,  Eq.  (15) 

Mean  of  V values,  Eq.  (19) 
x-z  plane  velocity  vector,  Fig.  1 5 

Velocity  component  measurement  in  the  x direction,  Eq.  (12) 

Mean  of  Vx  values,  Eq.  (12) 

Root  mean  square  variation  of  Vx  values  about  Vx 
Rectangular,  Cartesian  coordinate  axes 

Angle  subtended  by  the  green  fringe  planes  and  the  z-coordinate  axis. 
Fig.  14 

Angle  subtended  by  the  blue  fringe  planes  and  the  z-coordinate  axis, 
Fig.  14 

Sum  of  angles  a and  /3,  Fig.  1 5 

Small  uncertainty  in  the  value  of  X,  Eq.  (25) 

* 

Angle  subtended  by  the  LDV  transmitter  beams,  Eq.  (4) 

Laser  wavelength,  Eq.  (25) 

Optical  frequency,  Eq.  (25) 

Relative  turbulence  intensity,  Eq.  (10) 
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<t> 

SUBSCRIPTS 

B 

G 

f 

i 

j 

xz 


Estimate  of  a derived  from  LDV  measurements,  Eq.  (13) 
Flow  angle 

Blue 

Green 

General  function 

Index  for  a discrete  event  or  quantity 
Index  for  LDV  histogram  data,  Eq.  (1) 

Denotes  x-z  plane 


ABBREVIATIONS 

ASCII 

American  Standard  Code  for  Information  Interchange 

CPU 

Central  processing  unit,  Fig.  (11) 

CRT 

Cathode  ray  tube 

DAS 

Data  acquisition  system 

DDA 

Doppler  data  analyzer 

DDP 

Doppler  data  processor 

ECS 

Environmental  control  system 

LDV 

Laser  Doppler  Velocimeter 

PMT 

Photomultiplier  tube 

PWT 

Propulsion  Wind  Tunnel 

rms 


Root  mean  square 


